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FORETORD 


During  the  recent  war  and  post-war  years  the  Quartermaster 
Corps  has  carried  on  an  active  research  program  leading  to  the  develop¬ 
ment  of  improved  water-resistant  garments  for  Army  personnel.  As 
pointed  out  in  Textile  Series  Report  No.  25,  "Areas  of  Quartermaster 
Research  in  Textiles,"  the  problem  of  water  resistance  has  been  studied 
in  this  program  under  four  major  phases;  (A)  Principles  of  Fabric  Con¬ 
struction,  (B)  Influence  of  Finishing  and  Aftertreatment,  (C)  Evalua¬ 
tion  and  Testing  Techniques,  and  (D)  Garment  Design.  It  is  evident 
that  efforts  to  in^rove  the  water  resistance  of  cloth  and  garment  must 
be  preceded  by  the  development  of  valid  testing  techniques  to  permit  a 
true  evaluation  of  the  effect  of  variations  in  material  components  and 
manufacturing  procedures. 

The  first  step  in  this  development  vias  the  investigation  of 
methods  of  producing  simulated  rainfall.  This  work  led  to  the  construc¬ 
tion  of  a  "rain  room"  at  the  Philadelphia  Quartermaster  Depotj  later  a 
"Rain  court"  was  erected  at  the  Quartermaster  Board,  Camp  Lee,  Virginia, 
The  research  leading  to  these  unique  testing  instruments  has  been  de¬ 
scribed  fully  in  a  report  published  in  the  Textile  Research  Journal  in 
1946. 


Although  these  installations  provided  the  most  effective  and  ac¬ 
curate  means  of  evaluating  water  resistance,  they  were  soon  found  to  be 
too  clumsy,  expensive  and  t irae-consuming  to  be  used  as  screening  agents. 
This  was  found  to  be  particularly  true  as  fabrics  of  greatly  improved 
water  resistance  were  developed,  which  required  up  to  a  hundred  hours  of 
testing  under  simulated  rainfall  before  failure  occurred.  Therefore,  it 
became  necessary  to  establish  a  correlation  between  results  obtained 
under  simulated  rainfall  and  those  obtained  by  means  of  the  more  rapid 
and  simpler  laboratory  techniques.  The  following  report  attempts  to  for¬ 
mulate  such  correlations  using  the  rain  room  as  a  criterion,  Ey  estab¬ 
lishing  these  relationships  and  illustrating  their  practical  application 
the  way  is  opened  to  a  rapid  and  valid  evaluation  of  the  water-resistant 
qualities  of  textile  fabrics. 

Methods  described  herein  have  been  used  in  the  evaluation  of  im¬ 
proved  textile  structures  developed  under  Part  A  of  the  water— resistance 
program,  and  in  the  near  future  it  is  planned  to  release  a  report  cover¬ 
ing  this  activity. 


September  1949 


S.  J.  KSNNiDY 
Research  Director 
for 

Textiles,  Clothing  and  Footwear 
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ABSTFJtCT 


A  correlation  has  be®  established  between  the  results  of  rain- 
room  tests  on  garments  and  swatches  and  the  results  of  the  following 
laboratory  tests:  drop-penetration,  du  Pont. rain  test,  Bundesmann,  and 
hydrostatic  pressure. 

Two  series  of  fabrics  were  used  for  this  study.  The  first  (Series 
I)  included  seven  commercial  and  military  type  materials  whose  resistance 
to  penetration  varied  from  very  poor  to  very  good.  The  second  (Series  II) 
consisted  of  25  experimental  materials  of  excellent  vater  resistance  which 
had  been  produced  v)ith  controlled  variations  in  constructional  factors 
such  as  yarn  twist,  size,  and  plyj  texture  and  weight. 

The  relationship  between  the  results  of  three  of  the  laboratory 
tests  and  rain-room  penetration  tinie  can  most  simply  be  represented  by 
the  general  equation 

Log  Y  r  a  /  b  log  X. 

For  the  hydrostatic  pressure  test  the  relationship  is  expressed  by 

Log  Y  =  a  /  bX. 

Based  on  the  analyses  which  have  be®  performed  it  has  be®  shown 
that  the  drop-penetration  test  is  most  suitable  for  predicting  rain  per¬ 
formance  of  a  wide  range  of  fabrics.  The  duPont  rain  test,  although  not 
as  widely  applicable  as  the  drop  penetration  test,  is  most  suitable  for 
estimating  the  rain  performance  of  either  single-  or  double-layer  fabrics 
possessing  the  water-resistance  characteristics  desired  by  manufacturers 
producing  civilian-type  rain  coats.  The  Bundesmann  test  appears  to  be  al¬ 
most  as  satisfactory  as  the  rain  tester,  but  its  limited  use  and  range  pre¬ 
clude  its  general  acceptance.  The  hydrostatic -pres sure  test  is  not  as 
suitable  for  predicting  the  rain  performance  of  a  wide  range  of  fabrics 
because  of  its  relative  insensitivity  to  those  characteristics  which  in¬ 
fluence  rain  protection,  such  as  thickness  and  density. 


I.  imODUCTION 


The  need  for  a  convenient  and  reliable  method  of  determining  the 
extent  and  durability  of  the  rain  protection  afforded  by  clothing 
fabrics  has  long  been  apparent.  Although  many  laboratory  tests  are 
now  in  existence  which  can  be  perforaed  with  facility,  no  relationship 
has  yet  been  established  between  the  length  of  time  a  garment  will 
keep  the  wearer  dry  and  laboratory  tests  of  the  fabric  from  which  that 
garment  was  made. 

Obviously,  the  most  direct  means  of  determining  the  ability  of 
a  fabric  to  resist  penetration  is  by  testing  in  actual  rairifall.  This 
procedure  is  not  feasible,'  however,  because  it  is  impossible  to  ensure 
that  rainfall  will  occur  at  the  desired  time  of  test  or  that-  it  will 
continue  at  a  uniform  rate  for  a  sufficient  period  of  time  to  permit 
direct  comparisons  between  fabrics,  Purthermore,  it  is  difficult  to 
secure  reliable  test  data  under  natural  rain  conditions  because  of  the 
lack  of  control  over  such  variables  as  wind  velocity  and  air  and  water 
temperature. 

The  accurate  reproduction  of  rain  by  ai*tificial  means  which  would 
provide  the  controls  required  for  the  establishment  of  a  valid  testing 
program  was  therefore  undertaken  by  technologists  of  the  Quartermaster 
Corps  Research  and  Development  Laboratories  at  Philadelphia, As  a 
result  of  this  work,  three  nozzles  were  developed  which  were  capable  of 
producing  rain  at  the  rates  of  0.1,  1.0  and  3.0  inches  per  hour,  dupli¬ 
cating  with  considerable  accuracy  the  three  prime  characteristics  of 
natural  rainfall:  intensity,  drop  size,  and  drop  velocity. 

These  devices  provided  a-  unique  testing  instrument  which  was  ac¬ 
cepted  as  the  most  suitable  criterion  for  determining  the  water  resist¬ 
ance  of  fabrics  and  gairoents  and  the  efficacy  of  various  repellent  com-, 
pounds.  Two  general  methods  of  evaluation  were  used  in  the  rain  room. 
One  was  the  testing  of  gaments  worn  by  human  subjects  and  the  other 
the  testing  of  fabrics  on  specially  designed  holders.  Although  garment 
tests  are  desirable  from  the  service  standpoint,  it  has  been  found  that 
the  fabric  holders  can  be  used  to  furnish  quantitative  data  of  greater 
research  value  since  by  this  method  certain  variables,  such  as  the  ef¬ 
fect  of  seams  and  individual  wearing  characteristics  of  the  human  test 
subject,  are  eliminated. 

The  rain  room  was  recognized  as  a  valid  testing  device,  but  its 
operation  was  costly  and  time  consuming,  and  required  much  personnel. 

The  study  described  in  this  report  was  therefore  undertaken  in  an  effort 
to  establish  a  correlation  between  rain-room  results  and  data  obtained 
by  the  much  simpler  and  more  economical  laboratory  tests.  Such  a  corre¬ 
lation  would  make  it  possible  to  predict  the  rain-room  behavior  of  a 
given  sample  on  the  basis  of  laboratory  tests,  and  would  thus  eliminate 
the  necessity  for  the  rain  room,  except  possible  as  a  final  check  of 
the  most  desirable  fabrics  or  fabric— repellent  combinations.  The  study 


involved  the  esta-blishraent  of  tw  separate  correlations:  first,  between 
rain-room  results  using  the  two  different  methods  of  testing,  viz.,  as 
garments  worn  on  human  test  subjects  and  as  swatches  clamped  on  fabric 
holders;  and  second  (provided  a  satisfactory  relationship  is  found  to 
exist  in  the  first),  between  laboratory  data  and  the  results  of  rain- 
room  tests  using  fabric  holders. 

Two  series  of  fabrics  in  different  ranges  of  water  resistance  vjere 
used  for  this  correlation  study.  The  first  (Series  I)  included  several 
commercial  and  military  type  fabrics  whose  resistance  to  penetration 
varied  from  very  poor  to  very  good.  The  second  (Series  II)  consisted  of 
25  experimental  materials  of  excellent  water  resistance  which  had  been 
produced  with  controlled  v-sriations  in  constructional  factors  such  as 
yarn  twist,  size,  and  ply;  texture;  and  weight. 

Although  this  study  represents  a  relatively  comprehensive  corre¬ 
lation  analysis  between  laboratory  and  rain-room  tests,  it  should  be 
onphasized  that  the  number  of  fabid.cs  in  Series  I  (seven)  is  not  suf¬ 
ficient  to  cover  completely  the  wide  range  of  vjater  resistance  repre¬ 
sented.  The  25  fabrics  in  Series.  II,  on  the  other  hand,  all  of  vhich 
possess  a  high  degree  of  water  resistance,  should  be  satisfactory  in 
number  of  sajnples.  although  here  a  limitation  is  present  in  that  only 
one  weave  (Oxford)  was  tested.  These  data,  however,  if  properly  used, 
should  give  some  valuable  indications  as  to  the  protection  i,'hich  will 
be  afforded  by  garments  made  from  fabrics  tested  in  the  laboratory. 

II.  EPHUIffiTPAL  PROCEDURE 


Materials 


Series  I,  The  seven  fabrics  used  in  the  first  part  of  this  study 
were  civilian  and  Army  type  materials  finished,  dyed,  and  treated  with 
the  same  durable  water  repellent  compound.  The  physical  properties  of 
these  fabrics  are  listed  in  Table  I, 

TABLE  I 

CONSTRUCTIONAL  FACTORS  OF  FABRICS  IN  SERIES  I 


Fabric 


Number 

Weave 

Weight 

(oz./sq.yd.) 

Thickness 

(inches) 

Texture 

7Jarp  Filling 

Yarn  Number 
Warp  Fining 

1. 

Poplin 

6.20 

.0156 

107 

54 

40/2 

^5, 

2. 

Sateen 

8.78 

.0228 

112 

70 

36/2 

22/2 

3. 

Oxford 

8.50 

.0191 

132 

46 

36/2 

13 

A. 

Poplin 

4.86 

.0126 

109 

63 

48/2 

24 

5. 

Poplin 

4.39 

.0142 

117 

42 

33 

15 

6* 

Twin 

5.21 

.0161 

n8 

55 

22 

25 

7. 

Gabardine 

9.01 

.0287 

133 

75 

28/2 

21 
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Series  II.  The  25  fabrics  used  in  the  second  part  of  this  study 
were  all  experimental  oxford  weave  fabrics  ranging  in  weight  from  6  to 
25  oz./sq.yd.  These  fabrics  7;ere  all  finished  alike  and  treated  with 
an  Army-approved  durable  wateivrepellent  compound.  The  physical  proper¬ 
ties  of  these  fabrics  are  listed  in  Table  II. 

TABLE  II 

CONSTRUCTIONAL  FACTORS  OF  FABRICS  IN  SIiHIES  II 


Fabric 


Number 

Weight 

Thickness 

Texture 

Yarn 

Number 

(oz./sq.yd.) 

(inches) 

Warp 

Filling 

Warp 

Fining 

1 

5.89 

.012 

200 

95 

75.7/2 

75.7/2 

2 

7.57 

.015 

161 

79 

75.7/3 

75.7/3 

3 

8.75 

.016 

144 

70 

60.2/3 

60.2/3 

4 

11.12 

.021 

116 

56 

38.3/3 

38.3/3 

5 

15.78 

.029 

80 

40 

18.6/3 

18.6/3 

6 

6.17 

.013 

196 

83 

75.7/2 

57.9/2 

7 

7.77 

.016 

160 

70 

75.7/3 

60.2/3 

8 

9.17 

.018 

151 

60 

60.2/3 

43.3/3 

9 

16.29 

.031 

80 

35 

18.6/3 

14.2/3 

10 

23.70 

.045 

56 

24 

9.1/3 

7.0/3 

11 

6.84 

.015 

194 

71 

75.7/2 

41.1/2 

12 

8.34 

.018 

159 

56 

75.7/3 

38.3/3 

13 

9.85 

.020 

140 

49 

60.2/3 

29.3/3 

U 

13.70 

.029 

98 

34 

29.3/3 

14.2/3 

15 

25.26 

.050 

56 

19 

9.1/3 

4.5/3 

16 

6.07 

.013 

185 

89 

75.7/2 

57.9/2 

17 

7.71 

.016 

150 

74 

75.7/3 

60.2/3 

18 

16.16 

.030 

75 

36 

18.6/3 

14.2/3 

19 

13.26 

.025 

82 

39 

29.3/3 

21.9/3 

20 

23.19 

.045 

47 

21 

9.1/3 

4.5/3 

21 

7.89 

.016 

162 

73 

75.7/3 

60.2/3 

22 

16.75 

.031 

79 

36 

18.6/3 

14.2/3 

23 

7.26 

.014 

194 

82 

75.7/2 

/)l.l/2 

24 

15.27 

.027 

98 

40 

29.3/3 

14.2/3 

25 

19.07 

.034 

79 

32 

18. 6/3 

9.1/3 

Rain-Room  Tests 

Description  of  the  rain-room  has  been  previously  given  in  an  arti¬ 
cle  by  Landsberg  and  Moody  (1), 

(1)  Cements.  The  fabrics  in  Series  I  were  tested  by  Slowinske 
and  Pope  W  in  the  form  of  single  and  double-layer  garments  worn  by 
human  subjects,  following  (wi.th  some  modification)  the  procedure  for 
rain-room  evaluation  developed  by  the  Quartermaster  Research  and  Develop¬ 
ment  Laboratories  at  Philadelphia.  Each  man  wore  his  own  suit  coat. 


shirt,  and  xmdershirt  under  the  raincoat.  The  raincoats  were  worn  un¬ 
til  serious  penetration  occurred  or  until  a  total  wearing  tiwe  of  two 
hours  had  elapsed.  Serious  penetration  was  defined  as  (a)  wetting  of 
the  suit  coat*  over  an  area  of  approximately  50  square  inches ,  or  (b) 
absorption  of  the  suit  coat  to  the  extent  of  30  or  more  grams.  One  to 
four  single  or  double-layer  raincoats  of  each  fabric  in  Series  I  were 
tested.  No  garment  evaluations  vjere  made  of  the  Series  II  fabrics. 

(2)  Fabric  Swatches.  In  the  evaluation  of  fabrics  in  the  form 
of  sample  swatches,  a  special  hemicylindrical  metal  holder  approx^te- 
ly  lU  inches  in  length  arid  18  inches  in  circumference  was  used.  (See 

Figure  1.)  The  fabrics  were  placed  on 
the  holder  and  kept  in  position  by  a 
hinged  clamp  lined  with  sponge  rubber, 

A  uniform  taision  was  maintained  through¬ 
out  the  test  by  a  one-pound  metal  weight. 
Underneath  the  test  fabric  was  placed  an 
8,2-oz.  twill  material  to, absorb  the 
moistuW'  penetrating  the  specimen.  This 
backing  fabric  was  removed  at  specific 
time  intervals  and  weighed.  The  increase 
in  weight  of  the  twill  cloth  was  used  as 
a  measure  of  fabric  penetration.  When  20 
grams  of  water  had  penetrated  the  fabric 
being  tested  it  was  considered  to  have 
failed  and  the  time  for  t^s  failure  to 
occur  was  used  as  its  ”rain— room  penetra¬ 
tion  time".  All  the  fabrics  in  both 
series  were  evaluated  in  this  manner. 


Laboratory  Tests 

There  are  essentially  two  types  of  laboratory  water-resistance 
tests:  those  which  measure  resistance  to  passage  of  water  throu^  a 
fabric,  and  those  which  measure  resistance  to  wetting  of  the  fabid-c  it¬ 
self .  The  present  paper  is  lii^ited  to  consideration  of  the  first  of 
these  types,  i.e. ,  penetration  tests,  for  tTW  reasons.  First,  in  the 
Cd.s6  of  "water— rep ©11 0nt  clothing^  the  ultimate  criterion  from  the  stand— 
point  of  protection  provided  must  be  the  amount  of  water  penetrating 
the  fabric,  and  not  that  which  is  merely  absorbed,  or  which  wets  the 
outer  surface.  Second,  the  tests  which  measure  the  resistance  of  the 
fabric  to  wetting  are,  for  the  most  part,  not  indicative  of  the  inherent 
water  resistance  of  its  stmcture  (as  are  the  penetration  tests),  but 
of  the  efficacy  of  the  water-repellent  compound.  Tests  of  this  type, 
such  as  static  and  dynamic— absorption  and  several  surface— rep ellency 
tests  including  spray-rating,  contact-angle,  and  wetting-time  determi^- 
tioris,  were  conducted,  but  since  all  the  fabrics  were  treated  in  a  uni¬ 
form  manner  with  the  same  repellent,  the  results  fell  within  an  exceed¬ 
ingly  narrow  range.  Hence,  their  primary  significance  was  to  establish 
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the  uniformity  of  the  treatment  and  to  indicate  that  any  differences  in 
penetration  test  results  could  be  attributed  primarilj'’  to  differences 
in  fabric  structure. 

The  penetration  tests  described  in  tiiis  paper  are  as  follovJSi 
Drop  Penetration 
Suter  Hydrostatic  Pressure 
duPont  llain  Test 
Bundesraann 

In  these  tests  (-with  the  exception  of  the  hydrostatic)  the  amount 
and  pressure  of  the  water  are  kept  constant  and  the  relationship  be¬ 
tween  time  and  quantity  of  \jater  penetrating  the  material  is  determined. 
The  end  point  is  e::^ressed  either  in  terms  of  the  amount  of  water  col¬ 
lected  in  advert  period  of  time  or  the  time  necessary  to  collect  a 
specific  amount  of  water.  The  penetration  tests  differ  from  each  other 
mainly  in  the  amount  and  impact  of  mter  striking  the  fabric.  In 
evaluating  fabrics  of  good  water  resistance,  differences  are  more  clearly 
shown  by  tests  in  which  the  water  strikes  the  sample  vith  a  relatively 
high  velocity,  while  less  severe  conditions  of  test  are  required  to  show 
differences  among  the  poorer  fabrics. 

The  hydrostatic  test  differs  from  others  in  that  (l)  the  pressure 
is  increased  at  a  controlled  rate  instead,  of  being  kept  constant  and 
(2)  the  fabric  is  maintained  in  constant  contact  v/ith  the  water,  produc¬ 
ing  in  essence  a  static  rather  than  dynamic  type  of  test. 

A  brief  description  of  the  tests  follows: 

(1)  Drop-Penetration  Test.  This  test  is  described  in  Federal 
Specif icatiai  CCC-T-191a  (Supplement  8  October  1945),^^''  The  water  which 
penetrates  the  .fabric  speciraen  passes  through  a  crescent  shaped  slit  in 

a  fabric  liolder  and  is  coll.ected  in  a  graduated  cylinder.  The  drop- 
penetration  value  is  reported  as  the  time  required  to  collect  10  ml,  of 
water.  Uill  of  the  fabrics  in  Series  I  were  evaluated  in  this  manner. 

In  the  evaluation  of  the  Series  II  fabrics  a  slight  modification  was 
made  in  the  testing  procedure  because  of  their  very  high  water  resistance. 
The  modification  consisted  of  measuring  the  amount  of  v;ater  penetrating 
the  test  specimen  during  a  three-hour  period, 

(2)  Hydrostatic-Pressure  Test-.  This  test  is  described  in 
Federal  Specification  C0C-T-191a  (Supplement  8  October  1945). A  hy¬ 
drostatic  head  is  built  up  on  the  face  of  the  fabric  at  the  rate  of  one 
cm.  per  second.  The  height  measured  at  the  moment  of  penetration  of 
three  drops  of  water  is  taken  as  the  hydrostatic-pressure  value  of  the 
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fabric.  The  fabrics  in  both  Series  I  and  Series  II  were  tested  in  the 
manner  specified. 

(3)  duPont  Rain  Test,  This  test  is  described  in  a  published 
article  by  Slowinske  and  Pope. (2)  A  horizontal  water  spray  from  a  speci¬ 
fied  type  of  nozzle  is  directed  against  the  test  fabric  placed  at  right 
angles  to  the  spray,  twelve  inches  from  the  nozzle.  The  water  pene¬ 
trating  a  specimen  is  measured  by  weighing  a  blotter  placed  behind  the 
fabric.  The  rain-test  value  may  be  expressed  either  as  the  time  required 
for  the  penetration  of  a  specified  weight  of  water,  or  as  the  weight  of 
water  penetrating  within  a  specified  time.  Another  alternative  procedure 
consists  of  determining  the  time  required  for  the  penetraticxi  of  the 
first  drop  of  water  as  visually  noted  on  the  backing  blotter.  This  test 
is  applicable  to  a  wide  range  of  fabrics  by  virtue  of  the  fact  that  the 
head  of  water  can  be  varied  from  two  to  eight  feet,  thus  increasing  or 
decreasing  the  impact  with  which  the  water  strikes  the  fabrics.  For  the 
fabrics  in  Series  I,  no  modification  of  the  test  instrument  was  neces¬ 
sary.  In  the  evaluation  of  the  water-resistant  fabrics  in  Series  II, 
three  modifications  were  madet  (1)  the  distance  of  the  nozzle  from  the 
fabric  was  decreased  to  six  inches,  (2)  the  design  of  the  apparatus  was 
changed  in  order  to  ensure. that  the  streams  of  water  hitting  the  speci¬ 
mens  would  be  parallel,  and  (3)  the  time  of  test  was  increased  to  20 
minutes . 

(4)  Bundesmann  Test.  This  test  is  described  in  Taitative 
Textile  Standard  Nos.  7  and  8  of  the  British  Textile  Institute, 

Fabric  specimens  are  mounted  over  a  series  of  revolving  cups  and  subjected 
to  a  controlled  spray.  The  underside  of  each  fabric  is  rubbed  by  a  rotating 
wiper  arm  inside  the  cup.  The  resistance  of  the  specimen  to  penetration 
is  indicated  by  the  amount  of  water  collected  in  the  cups  in  a  given  time. 

This  test  is  standard  in  European  countries  and  in  Canada,  but  has  not 
been  favorably  accepted  in  this  country  because  of  the  high  cost  of  the  ap¬ 
paratus  required  and  the  operational  difficulties  involved  in  the  perform¬ 
ance  of  the  test.  This  test  was  used  only  in  the  evaluation  of  the  fabrics  in 
Series  I. 

III.  RESULTS  AND  DISCUSSION 
Rain-Room  Correlations 

Prior  to  the  establishment  of  relationships  between  laboratory  and 
rain-room  test  results,  it  was  necessary  to  determine  two  correlations 
between  different  methods  of  testing  in  the  rain  room.  The  first  of  these 
concemed  the  extent  of  agreement  which  existed  betvjeen  tests  of  garments 
worn  by  human  subjects  and  tests  of  sample  swatches  attached  to  fabric 
holders.  The  second  vias  a  correlation  between  results  obtained  on  the 
fabric  holders  under  a  one— inch— per— hour  rainfall  and  a  three— inch— per— 
hour  rain-fall. 
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The  fabrics  in  Series  I  vvere  tested  in  the  rain  room  both  as  gar¬ 
ments  \iovn.  bj  human  subjects  and  as  test  sv/atches  mounted  on  fabric 
holders.  Single-layer  garments  and  fabric  specimens  were  subjected  to 
a  one-inch-per-hour  rainfall.  For  the  single  layers  this  intensity  was 
found  most  suitable  because  it  vjas  sufficient  to  cause  penetration 
through  most  of  the  materials  iix  a  relatively  short  time,  yet  did  not 
produce  such  rapid  failure  that  it  was  impossible  to  obtain  an  accurate 
ranking  of  the  water  resistance  of  the  specimens  and/or  garments.  In 
double  layers  the  fabrics  \vere  tested  only  in  swatch  form  mounted  in 
fabric  holders  under  a  three-inch-per-hour  rainfall.  Although  comparable 
double-layer  garment  data  would  have  been  desirable,  it  was  not  feasible 
to  conduct  a  test  viith  human  subjects  for  a  period  longer  than  tvjo  hours, 
in  which  time  only  the  two  poorest  double-layer  fabrics  showed  signs  of 
failure. 

A  comparison  of  penetration  time  obtained  for  garments  on  human 
subjects  and  fabric  swatches  on  sample  holders,  as  shown  in  Table  IH, 
indicates  that  under  a  one-inch-per-hour  rainfall  both  of  these  methods 
rank  the  fabrics  in  the  same  order;  3t  2,  1,  4,  7f  6,  5. 

TABLE  III 

mN-ROCM  TFST  RESULTS  ON  SjgllES  I  FABRICS 
(Time  in  minutes  for  penetration  to  occur) 

GARMSJTS  FABRIC  SWATCHES 

Fabric  (1  In/Hr  Rainfall)  (l  In/Hr  Rainfall)  (3  In/Hr  iiiainfall) 


Number 

Fabric 

Single  Layer 

Single  Layer 

Double  La:/' 

3 

Oxford 

120  + 

1760.0  (a) 

1680.0 

2 

Sateen 

100 

625.0  (a) 

1530.0 

1 

Poplin 

80 

60.0 

190.0 

4 

Poplin 

60 

37.5 

60.0 

7 

Gabardine 

25 

30.0 

52.5 

6 

Twill 

20 

22.5 

26.3 

5 

Poplin 

10 

15.0 

15.0 

(a)  Values  estimated  by  extrapolation  of  curve 
showing  rate  of  penetration  after  6.5  hours. 
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Figure  2  indicates  relatively  good  agreement  between  data  obtained 
with  fabric  holders  and  with  garments  under  a  one-inch-per-hour  rainfall 
i*ien  tested  in  single  l^ers.  The  correlation  coefficient  expressing 

the  degree  of  relationship  between  these 
results  was  0.80  based  on  six  of  the  seven 
fabrics.  The  oxford  fabric  No,  3  is  not 
included  because  no  failure  was  obtained 
ih  garment  form.  The  coefficient  of  cor¬ 
relation  is  significant  but  not  as  high  as 
would  have  been  desired.  However  practical 
consideration  precluded  extended  garment 
tests,  making  it  necessary  to  accept  results 
obtained  on  fabric  holders  as  a  basis  for 
correlation. with  laboratory  tests. 


Since  the  correlation  between  tests 
of  garments  and  fabric  specimens  on  holders 
is  considered  satisfactory,  it  follows  that 
fabric  specimen  data  can  be  used  to  estimate 
the  approximate  performance  under  a  one- 
inch-per-hour  rain-fall  of  garments  made 
from  those  fabrics.  It  also  follows  that 
the  same  data  can  be  used  for  correlation 
purposes  betweaa  rain-room  and  laboratory  test  results.  It  must  be  sup¬ 
plemented,  however,  with  a  correlation  between  results  obtained  under  a 
one-inch— peivhour  rainfall,  since  the  lat¬ 
ter  intensity  is  required  for  practical 
testing  of  double-layer  fabrics.  As  shown 
in  Figure  3,  a  high  correlation  coefficient 
of  0,97  was  found  for  this  relationship. 

The  good  agreement  between  the  penetration 
time  for  a  single-layer  fabric  under  a  one- 
inch-per-hour  rainfall  and  that  for  a 
double-layer  under  a  three-inch-per-hour 
rainfall  indicates  that  the  increased  in¬ 
tensity  is  compensated  for  by  doubling  the 
fabrics. 


Correlation  of  Rain-Room  and  Laboratory  Tests 

SrNGLE  LAVER  (mio.) 


(SERIES  I-S1NGLE  LAYER  FABRICS  8  GARMENTS) 


/N-P  Fi«.3-RELATI0NSHIP  BETWEEN  RAINROOM  PENETRATION  TIME 

The  ram— rooja  evaluation  oi  ^ne  laoncs  layer  (T/hour  rainfall)  a  double  layer  (3V 

and  garments  in  Series  I  has  been  discussed,  hour  rainfald  (series  i«br.cs) 

The  25  fabrics  in  Series  II  were  evaluated  on 

fabric  holders  under  a  three-inch-per-hour  simulated  rainfall.  The 
fabrics  in  this  series  possessed  such  superior  water  resistance  that  it 
was  not  feasible  to  evaluate  them  under  a  one-inch-per-hour  rainfall  so 
as  to  permit  direct  comparisons  with  the  fabrics  in  Series  I.^  Even 
under  a  three— inch— per— hour  rainfall  some  of  the  fabrics  required  nearly 
100  hours  of  testing  in  order  to  obtain  a  break-through. 
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CCMPARISOU  OF  RAIM-ROOM  AMD  LABOMTOHr  TEST  RESULTS  ON  SmiES  I  FABRICS 
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NOTES:  (a)  For  single  fabrics  1  in. /hr;  for  double  fabrics  3  in./hr. 

(b)  Values  estimated  by  extrapolation  of  curve  showing  rate  of  penetration 
after  6.5  hrs. 

(c)  Value  estimated  by  extrapolation;  0,1  gm.  after  3600  sec. 

(d)  Value  estimated  by  extrapolation;  3.5  gm.  after  3600  sec. 


The  four  laboratory  penetration  tests  ranked  the  fabrics  in  Series 
I  in  single  or  double-layers  nearly  in  the  same  order  as  did  the  fabric 
holders  in  the  rain-room  as  shown  in  Table  IV.  Because  of  the  large 
number  of  fabrics  in  Series  XI  the  establishment  of  a  rank  correlation 
was  not  considered  suitable.  The  data  are  summarized,  however,  in  Table 
V. 

TABLE  V 


RAIN-BOOM  AND'  LABORATORY  RESULTS  OM  SERIES  ll  FABRICS 


Fabric 

Number 

Rain-Room 

Penetration 

Drop 

Penetration 

hydrostatic 

Pressure 

Rain 

Tester 

Rain 

Tester 

(Time  in  hrs.)  (ml  per  3  hrs.J 

(cm.) 

Initial  pene- 
tration(tlme 
in  sec.) 

(gm./ 

20  minO 

1 

4.5 

44 

63 

19 

.68 

2 

11.1 

12 

65 

18 

.34 

3 

21.7 

13 

68 

35 

.55 

4 

44.5 

3 

75 

48 

.11 

5 

39.2 

3 

67 

79 

.27 

6 

5.0 

34 

69 

13 

.40 

7 

23.1 

19 

72 

50 

.56 

8 

20.3 

9 

66 

56 

.49 

9 

62.7 

3 

67 

92 

.26 

10 

60.9 

5 

56 

209 

.19 

11 

15.3 

24 

70 

22 

.74 

12 

25.8 

17 

70 

50 

.63 

13 

30.4 

12 

69 

71 

.46 

U 

55.5 

5 

58 

25 

.83 

15 

83.6 

1 

55 

■66 

.13 

16 

12.3 

31 

65 

28 

.78 

17 

27.1 

17 

71 

113 

.30 

18 

37.5 

2 

62 

127 

.19 

19 

27.2 

15 

48 

7 

3.01 

20 

95.3 

2 

36 

9 

2.33 

21 

24.0 

11 

82 

735 

.17 

22 

92.5 

4 

70 

198 

.06 

23 

34.9 

5 

91 

625 

.22 

24 

37.0 

5 

80 

1017 

.08 

25 

98.1 

2 

66 

756 

.07 

A  mathematical  relationship  to  permit  prediction  of  rain  performr 
ance  on  the  basis  of  data  obtained  with  fabric  specimens  on  holders 
(which  correlate  with  gsucment  performance)  was  established  by  calculat¬ 
ing  regression  equations.  A  coefficient  of  correlation  was  used  to  ex¬ 
press  ttie  closeness  of  the  relationships.  In  addition  to  the  regression 
equations  aol  coefficients  of  correlation,  the  standard  error  of  estimates 
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and  90^  confidence  limits  shown  in  Table  VI  were  also  calculated  to  per¬ 
mit  more  valid  interpretation  of  the  data. 

The  data  shown  in  Tables  IV  and  V  have  been  plotted  to  show  the 
relationships  between  the  water  resistance  of  the  fabrics  in  Series ^I 
as  measured  in  the  rain-room  and  as  determined  by  the  drop-penetration 
(Figure  4),  Bundesmann  (Figure  5),  duPont  (two  methods,  Figures  6  and 
7),  and  hydrostatic-pressure  (Figure  8)  tests.  Data  for  both  single 
and  double  layers  of  the  fabrics  are  plotted  in  all  the  graphs  except 
Figure  7,  in  which  case  the  conditions  of  test  precluded  evaluation  in 
double-layer  form.  Similar  graphs  have  also  been  plotted  for  the  Series 
II  fabrics  (single  layers  only)  based  on  the  results  shorn  in  Table  V 
to  demonstrate  the  relationships  between  rain-room  data  and  the  values 
obtained  by  the  drop-penetration  (Figure  9)>  duPont  (Figure  10),  and 
hydrostatic-pressure  (Figure  11) tests. 

The  graphs  showing  the  relationships  between  rain— room  and  labora¬ 
tory  tests  on  the  fabrics  in  both  Series  I  and  Series  II  covered  such  a 
wide  range  (the  best  fabric  often  numerically  exceeding  the  worst  by  a 
ratio  of  more  than  1000  to  l)  that  it  waa  found  expediwit  to  plot  both 
laboratory  and  rain-room  values  logarithmically.  When  this  was  done, 
in  most  cases  a  straight  line  could  be  drawn  reasonably, close  to  the 
plotted  points.  The  relationship  between  the  results  of  a  given  labora¬ 
tory  test  and  the  rain-room  penetration  Tiime  can  be  represented  by  the 
equation 

Log  Y  =  a  /  b  log  X, 

where  T  and  X  represent  rain-room  and  laboratory  test  values  respective¬ 
ly.  Because  the  hydrostatic  test  values  for  the  seven  fabrics  in  Series 
I  were  found  to  vary  within  a  conparatively  narrow  range,  they  could  be 
adequately  plotted  along  the  arithmetic  scale  of  semi-logarithmic  paper, 
plotting  the  rain-room  data  along  the  logarithmic  scale.  Tlie  equation 
derived  in  this  case  was 


Y  =  a  /  b  log  X. 

Inspection  of  these  graphs  reveals  that  there  is  often  a  consider¬ 
able  discrepancy  between  the  estimated  and  actual  rain— room  values. 

Thus,  citing  Figure  4  as  an  example,  it  can  be  seen  that  a  single-layer 
fabric  in  Series  I  with  a  drop-penetration  time  of  8.3  oinutes,  has  an 
estimated  penetration  time  under  a  one-inch-per-hotir  rainfall  of  aboit 
240  minutes,  whereas  the  fabric  actually  lasted  for  62$  minutes.  Many 
points  which  deviate  similarly  from  the  regression  line  can  be  noted  in 
all  of  the  graphs  for  both  Series  I  and  Series  II. 

The  deviations  of  actual  from  estimated  values  are  not  in  genwal 
attributable  to  lack  of  precision  in  the  varicas  laboratory  test  methods 
or  in  the  rain-room,  since  in  most  cases  each  point  on  the  graphs  repre¬ 
sents  the  average  of  a  number  of  individual  determinations  which  are  in 
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PENETRATION  TIME  (Min.) 


relatively  good  agreement  among  themselves.  The  deviations  appear  to 
arise  from  the  fact  that  each  test  which  was  correlated  with  the  rain 
room  does  not  necessarily  measure  exactly  the  same  characteristics  as 
the  rain  room.  Since  the  fabrics  tested  varied  vddely  in  type  of  weave, 
weight,  yarn  namber,  twist,  etc.,  it  can  readily  be  seen  that  unless 
each  of  the  laboratory  tests  is  affected  by  these  various  characteristics 
in  exactly  the  same  way  as  the  rain  room,  some  discrepancies  must  be 
expected  between  actual  and  estimated  values,  i^or  example,  fabric  thick¬ 
ness  may  have  a  much  greater  influence  on  rain-room  than  on  drop-pene¬ 
tration  test  results  because  of  the  fact  that  the  former  is  not  an  ac¬ 
celerated  test  and  is  less  severe  in  its  action  than  the  latter.  Thus 
many  of  the  points  on  the  charts  are  some  distance  from  the  regression 
line,  indicating  that  the  estimated  rain-room  values  on  the  basis  of 
laboratory  test  results  are  not  exactly  the  same  as  the  actual  results. 

For  this  reason  each  graph  or  estimating  equation  indicates,  not 
the  exact,  but  the  most  probable  rain-room  penetration  time  which  vjould 
be  obtained  for  a  fabric  of  a  given  water  resistance  as  measured  by  the 
laboratory  test  in  question.  Since  this  is  the  case,  a  standard  error 
of  estimate  was  calculated  to  permit  prediction  of  the  probability  that 
the  rain-room  time  will  fall  within  a  certain  range  of  values. 

To  provide  a  margin  of  safety  for  estimating  rain-room  values  the 
standard  error.of  estimate  was  used  to  calculate  the  90-percent  confi¬ 
dence  limits  for  each  best.  These  limits  are  e:-q)ressed  in  Table  VI 
in  terms  of  percentages  of  the  estimated  I  or  rain-room  value.  The 
confidence  limits  permit  estimation  of  the  range  within  which  rain-room 
values  could  be  expected  to  fall  nine  out  of  ten  times  on  the  basis  of 
the  laboratory  test  value.  For  example,  a  single-layer  fabric  with  a 
drop-penetration  value  of  1.4  minutes  resists  penetration  in  the  rain- 
room  under  a  one-inch-per-hour  rainfall  for  approximately  30  minutes 
according  to  Figure  4.  Using  the  values  for  the  90-percent  limits 
(lower  limit  52  percent,  upper  limit  191  percent)  it  can  be  seen  the 
rain-room  value  vjould  be  no  less  than  15.6  and  no  greater  than  57.3 
minutes  nine  times  out  of  ten.  In  a  like  manner  the  time  limits  within 
which  any  specimen  would  be  expected  to  resist  penetration  in  the  rain- 
room  can  be  determined. 

The  information  obtained  by  this  correlation  study  can  be  put  to 
practical  use  in  establishing  minimum  standards  for  laboratory  test 
values.  For  example,  it  is  desired  to  ascertain  whether  fabrics  which 
will  eventually  be  made  into  garments  will  withstand  a  one-inch-per- 
hour  rainfall  for  100  minutes.  According  to  Figure  4>  the  fabric  whose 
most  probable  rain-room  time  is  100  minutes  has  a  drop-penetration  time 
of  4.0  minutes.  However,  the  90-percent  confidence  limits  are  such  that 
a  fabric  with  a  drop-penetration  time  of  4.0  minutes  could  resist  pene¬ 
tration  in  the  rain  room  for  as  short  a  period  of  time  as  52  minutes. 
Therefore  the  drop-penetration  value  must  be  set  higher  in  order  to 
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provide  a  margin  of  safety.  Since  the  desired  minimum  value  is  100 
minutes  and  the  lower  limit  for  the  drop-penetration  test  in  sin^e 
layers  is  52  percent  (Table- VI)  it  can  be  seen  that  by  dividing  100 
minutes  by  52  percent  a  value  of  192  minutes  is  obtained.  This  value 
is  therefore  the  one  whose  Idwer  confidence  limit  is  100  minutes. 

Using  Figure  4  again  it  can  be  seen  that  a  fabric  with  a  rain-room 
penetration  time  of  192  minutes  will  have  a  drop-penetration  time  of^ 
approximately  75  minutes.  This  value  is  therefore  chosen  as  the  m^i- 
mura  drop-penetration  value  which  will  ensure  with  reasonable  certainty 
a  rain-room  penetration  time  of  at  least  100  minutes.  The  same  pro¬ 
cedure  can  be  applied  to  the  other  laboratory  tests  to  obtain  any 
desired  minimum  rain-room  value. 

Having  sho-wn  how  the  laboratory  penetration  tests  can  be  used  to 
predict  rain  perfoimance  it  became  desirable  to  ascertain  which  of 
these  gave  the  most  reliable  estimate  of  rain  protection.  The  coef¬ 
ficients  of  correlation  and  standard  errors  of  estimate  obtained  for 
the  tests  used  to  evaluate  the  single-layer  fabrics  in  Series  I  were 
nearly  the  same.  The  closeness  of  these  two  statistical  criteria  indi¬ 
cates  that,  for  all  practical  purposes,  no  one  of  these  tests  appears 
to  predict  the  rain  perfoimance  of  garments  better  than  another .  How¬ 
ever,  in  the  evaluation  of  the  double— layer  fabrics  in  Series  X  the 
duPont  rain  test  (8-ft.  head)  with  a  coefficient  of  correlation  of  0.99 
and  a  standard  error  of  estimate  of  0.13  a^ears  to  be  more  suitable 
than  the  other  laboratory  tests  for  predicting  rain-room  penetration 
time.  The  data  obtained  on  this  series  of  fabrics  for  the  drop-pene¬ 
tration,  hydrostatic  and  Bundesmann  tests  showed  that  no  one  of  these 
tests  was  markedly  superior  to  the  others.  The  Bundesmann  test,  be¬ 
cause  of  its  low  standard  error  of  estimate,  appears  to  be  somewhat 
better  than  the  others,  but  the  small  number  of  fabrics  on  which  data^ 
could  be  obtained  (four  fabrics)  did  not  permit  this  test  to  be  classi¬ 
fied  as  superior  to  the  other  two. 

In  a  like  manner  the  efficacy  of  the  drop-penetration  test,  the^ 
hydrostatic-pressure  test,  and  the  two  modifications  of  the  duPont  rain 
test,  was  determined,  using  the  fabrics  in  Series  II,  which  were  evaluated 
in  single  layers  under  a  three-inch-per-hour  rainfall.  The  first  modi¬ 
fication  of  the  duPont  test  consisted  of  weighing  the  amount  of  water 
which  had  penetrated  the  fabric  in  a  20-rminute  period.  The  second  and 
more  rapid  method  consisted  of  determining  the  time  in  seconds  required 
for  initial  penetration  (appearance  of  the  first  drop)  to  occur.  The 
coefficients  of  correlation  for  the  two  values  were  -0.36  and  0,44  re¬ 
spectively,  indicating  only  a  slight  degree  of  correlation  between  the 
rain  test  and  the  rain— room  for  this  series  of  fabrics.  In  this  series, 
as  shown  in  Figure  11,  no  correlation  was  observed  between  the  hydro¬ 
static-pressure  test  and  rain-room  penetration  time.  The  drop-penetra¬ 
tion  test,  which  had  proved  to  be  satisfactoiy  in  the  evaluation  of 
single  and  double  layers  in  Series  I  also  showed  a  high  coefficient  of 
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correlation  of  -0.8?  and  a  low  standard  error  of  estimate  of  0,18  for 
the  Series  II  fabrics,  indicating  that  this  test  should  be  suitable 
for  estimating  rain-room  penetration  time. 

The  analyses  made  to  this  point  on  the  fabrics  in  Series  I  appear 
to  show  that  the  four  penetration  tests  can  be  used  interchangeably  to 
estimate  rain-room  protection.  However,  such  is  not  the  case  Yiith 
hydrostatic-pressure  test,  in  spite  of  the  rather  high  coefficient  of 
correlation  and  relatively  low  standard  error  of  estimate.  For  example 
it  can  be  seen  in  Figure  8  that  a  single-layer  fabric  vifith  a  hydrostatic- 
pressure  value  of  40  cm.  gives  an  estimated  rain-room  penetration  time 
of  160  minutes,  and  that  a  fabric  with  a  hydrostatic-pressure  value  of 
44  cm.  gives  an  estimated  rain-room  value  of  260  minutes.  Therefore  a 
ten-percent  increase  in  the  avej*age  hydrostatic  pressure  value  corre¬ 
sponds  to  a  62.5  percent  increase  in  rain-room  penetration  time.  This 
percentage  will  increase  at  the  higher  hydrostatic  values  and  decrease 
at  the  lower  values.  Since  most  good  water-resistant  fabrics  have 
relatively  high  hydrostatic-presSure  values,  it  can  be  seen  that  small 
percentage  differences  at  these  higher  hydrostatic  pressures  will  be 
reflected  in  large  differences  in  rain-room  penetration  times.  It  can 
also  be  seen  that  it  is  entirely  possible  that  several  fabrics  having 
nearly  the  same  hydrostatic-pressure  value  could  possess  widely  differ¬ 
ent  protective  values  in  the  rain-room.  The  insensitivity  of  this 
laboratory  test  possibly  explains  the  lack  of  correlation  between 
hydrostatic-pressure  and  rain-room  penetration  time  on  the  Series  II 
fabrics  (Figure  11). 

The  duPont  and  drop  penetration  values  are  more  reliable  indicators 
of  rain-room  protection  time  than  hydrostatic  results,  because  given 
percentage  changes  in  the  two  fomer  tests  are  reflected’ in  more  similar 
percentage  changes  in  rain-room  values.  For  example,  in  the  drop-pene¬ 
tration  test  (Figure  4)j  a  10-percent  increase  from  20  to  22  minutes 
corresponds  to  a  12.5-percent  increase  in  rain-room  protection  time, 
and  a  20-percent  drop-penetration  increase  from  20  to  24  minutes  is  the 
equivalent  of  an  18.7-percent  rise  in  the  rain-room  value.  In  the  case 
of  the  duPont  rain  tester  (Figure  6),  as  the  laboratory  value  increases 
10  or  20  percent  from  20  seconds  to  22  or  24  seconds,  the  corresponding 
rain-room  change  is  5.9  or  11.1  percent. 

Based  on  the  analyses  which  have  been  performed  it  has  been  shown 
that  the  drop-penetration  test  is  most  suitable  for  predicting  rain  per¬ 
formance  of  a  wide  range  of  fabrics.  The  duPont  rain  test,  although 
not  as  widely  applicable  as  the  drop  penetration  test,  is  most  suitable 
for  estimating  the  rain  performance  of  either  single  or  dcuble-layer 
fabrics  possessing  the  water-resistance  chsiracteristics  desired  by  manu¬ 
facturers  producing  civilian-type  rain  coats.  The  Bundesmknn  test  ap- , 
pears  to  be  almost  as  satisfactory  as  the  rain  tester,  but  its  limited 
use  and  range  preclude  its  general  acceptance.  The  h^rostatic-pressure 
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test  is  not  as  suitable  as  the  other  penetration  tests  for  predicting 
the  rain  performance  of  a  wide  range  of  fabrics.  This  may  be  due  to 
its  relative  insensitivity  to  those  characteristics  which  influence 
rain  protection,  such  as  thickness  and  density. 
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IV.  CONCLUSIONS 


1.  Data  obtained  using  fabric  holders  correlates  quite  well 
with  data  obtained  from  garment  wearing  tests.  Specimens  tested  on 
holders  may  be  used  in  lieu  of  gaments  on  human  subjects  to  esti¬ 
mate  the  approximate  protection  afforded  by  fabrics  under  a  specified 
rainfall. 


2.  The  most  probable  rain  room  protection  time  of  a  fabric 
treated  with  a  durable  water  repellent  compound  can  be  estimated  from 
the  resyilts  of  laboratory  penetration  tests  by  use  of  the  equations 
Log  Y  =  a  /  b  log  X  for  the  duPont,  drop-penetration  and  Eundesmann 
tests,  and  Log  Y  r  a  /  bX  for  thd  hydrostatic  test. 

3.  The  drop-penetration,  Eundesmann  and  duPont  tests  are  equally 
reliable  for  estimating  the  rain-room  penetration  time  of  single  and 
double  layers  of  fabric  which  resist  penetration  under  'a  one-  and  three- 
inch  rain-fall,  respectively,  for  a  few  minutes  to  approximately  24 
hours  with  the  rain  room;'  The  complexity  of  the  Eundesmann  apparatus 
and  its  relatively  limited  range  precludes  its  general  acceptance  as  a 
test  instrument. 

4.  The  hydrostatic-pressure  test  correlates  well  within  this 
range  of  water  resistance,  but  is  apparently  less  sensitive  to  charac¬ 
teristics  influencing  rain  protection  than  the  other  tests,  and  hence 
appears  to  be  inherently  less  reliable. 

5.  For  fabrics  possessing  a  very  high-degree  of  water  resistance 
(5  to  100  hours  as  single  layers  under  a  3-inch  per  hour  rainfall)  the 
drop-penetration  test  appears  to  be  the  only  method  which  can  be  used 
to  estimate  rain-room  penetration.  Vv'ithin  this  range  of  water  resist¬ 
ance  the  duPont  rain  test  is  a  poor  index  of  rsdn  protection,  and  the 
hydrostatic  test  shows  no  correlation  with  the  rain  room. 
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